Lpuddtite, ?x.! i
SR MISSOUR) DERARTMENT OF HEALTH EATH ALCONOL PROG A

4) ‘STATE PUBLIO HEALTH LABORATORY
DATAMASTER MAINTENANCE REPORT

mplete {his report in duplicale at the ime of the regular monthly preventive malntonance CHAR, 1yq;WhANGVOF IRalruman
| 1s repalrsd. Send ¢opy to-Department of Health; retaln original i’ departmint file. , '_”"’ i _
DATAMASTER SN . |DATECFRSEEOTION.
201221 , , _ 106/05/2009

LGOATION OF INSTRUMENT {STREET AND CITY) ' “TYIME OF iNBPEGTION

2020 Howell St., North Kansas City, MO 64116 20:00

CHECKLIST: Place a chick {+) 10 the Iaft of gach item if found to besatisfactory or If operating within estabilshed Timits. (Write
in observed values whate delermined:) Untheoked toms must be correcied before ysing Instrument, _

JUN -9 2009

| ) DIAGNOSTIC CHEGK [PRINTOUT ATTAGHED)

i comeyren | | _ Bberecion.
¥l pROGRAM ¥ Eitens
HEATERS:SAMPLE OHAMBER 42 o 4 QUARTZ STANDARD

B rLow orTEOTOR . Y oAupraTioN

M Pump HgHSREED . Meawmn

- | M npioAToRLiGHTS o - 3

¥} -TIME AND DATE

[ SIMULATOR TEMPERATURE (34 °C 1+ tizecy 34.0C
] GAUBRATION GHECK. | _ -

Run three ltosts ysing: standard: solution: All fires-tests must bo wiltiin £ 8% of the:standérd:value and musk.have-a

spres or loss. Check:the -box. corresponding o the-standard solution belng used. (PRINTOUT ATTAGHED): (USE

ON:PUMP).:

UST READ BETWEEN 0.095%and 0,106% INOLUSIVE
, ~MUST READ:BETWEEN 0.038% and 0,042% INCLUSIVE
(ONLYONE'STANDARD IS.TOBE USED PER'MAINTENANCE RERORT)

TESTA: 098 TESTR W 101 lvests wr 101

PERFORM R.Fil, TEST (PRINTOUT-ATTAGHED)

7] NUMBER OFHEFUSALS, SINGE:LAST MAINTENANGE RERORT, AND NUMBER OF BREATH TESTS IN EACH HANGE AS
FOLLOWS:  (DO'NOTINGLUDESIMULATOR TESTS) '

REFUSALS 0 [{0-04. o ,i;’ﬁéaaa’s) 0 (Glost) 2 HABA9) o [Owerd9) 4

Listany new paris and describe’any-alléralion or modification What.was made 16 r&stora e, Instéimant 16 opérate satisfactoriy
and within éstablished 1mils (ise oiherside.if hetessary)
Simulator Soluticn Guth Labs. Lot # 8340, expiration date October 15, 2009, at 11:59 pm, The ethanol vapor
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GUTH LABORATORIES, INC.

§90 NORTH 87th STREET ® HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717-564-5470 .

3

CERTIFICATE OF ANALYSIS

Certified Alcohol Referenée' Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for Simulator were analyzed by
gas chr(;matography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

“When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol -

analysis insfrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.
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Ted L. Pauley, President
GUTH LABORATORIES, INC.
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Printed on recycled paper with agri-based
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE II

CORY B DEVAUL

I8 hersby authorized to Instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholle content of blood from a sample of expired (alveolar)
air. Issued under the provisions of sections 577.020 through 577.041, RSMo 19886,

Pols § Vathuwson

pate _01/15/09

920001 yr of State Pubilc Health Laboratery
Number 7 ‘,.,/ 7y _
. 01/15/2011 Azrye 7 J%w/
plres

Director, Departmant of Health

MO 580-0771 (7-88) Lab. 4 {R7-68)



